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Background and purpose — Patient-specifi c instrumentation 
(PSI) for total knee arthroplasty (TKA) has been introduced to 
improve alignment and reduce outliers, increase effi ciency, and 
reduce operation time. In order to improve our understanding of 
the outcomes of patient-specifi c instrumentation, we conducted a 
meta-analysis.
Patients and methods — We identifi ed randomized and quasi-
randomized controlled trials (RCTs) comparing patient-specifi c 
and conventional instrumentation in TKA. Weighted mean differ-
ences and risk ratios were determined for radiographic accuracy, 
operation time, hospital stay, blood loss, number of surgical trays 
required, and patient-reported outcome measures. 
Results — 21 RCTs involving 1,587 TKAs were included. 
Patient-specifi c instrumentation resulted in slightly more accu-
rate hip-knee-ankle axis (0.3°), coronal femoral alignment (0.3°, 
femoral fl exion (0.9°), tibial slope (0.7°), and femoral component 
rotation (0.5°). The risk ratio of a coronal plane outlier (> 3° 
deviation of chosen target) for the tibial component was statis-
tically signifi cantly increased in the PSI group (RR = 1.64). No 
signifi cance was found for other radiographic measures. Opera-
tion time, blood loss, and transfusion rate were similar. Hospital 
stay was signifi cantly shortened, by approximately 8 h, and the 
number of surgical trays used decreased by 4 in the PSI group. 
Knee Society scores and Oxford knee scores were similar. 
Interpretation — Patient-specifi c instrumentation does not 
result in clinically meaningful improvement in alignment, fewer 
outliers, or better early patient-reported outcome measures. Effi -
ciency is improved by reducing the number of trays used, but PSI 
does not reduce operation time.
■
Mechanical axis malalignment and component malalignment 
contribute to aseptic loosening, instability, and unexplained 
pain after total knee arthroplasty (TKA) (Sundfeldt et al. 2006, 
Del Gaizo and Della Valle 2011, Bell et al. 2014). Patient-
specifi c instrumentation (PSI) has been introduced to improve 
alignment. Other postulated benefi ts are improved surgical 
effi cacy and a possible reduction of complication risks due 
to avoidance of intramedullary canal violation. As for all new 
techniques, randomized controlled trials (RCTs) are needed to 
investigate whether patient-specifi c cutting guides do indeed 
perform as advantageously as advertised by the manufacturers.
A number of RCTs and meta-analyses have been published. 
Most of the meta-analyses included non-randomized studies 
and investigated radiographic outcome only. Furthermore, the 
maximum number of RCTs included so far is 10 (Thienpont 
et al. 2014, Voleti et al. 2014, Cavaignac et al. 2015, Fu et al. 
2015). 
In order to update our knowledge of the outcomes of patient-
specifi c instrumentation, we conducted a meta-analysis of 
RCTs only. We investigated radiographic accuracy, opera-
tion time, hospital stay, blood loss, number of surgical trays 
required, and patient-reported outcome measures. 
Patients and methods
We selected randomized controlled trials comparing patient-
specifi c instrumentation with intramedullary or extramed-
ullary cutting jigs in patients requiring TKA irrespective of 
underlying disease. Quasi-randomized trials and trials in 
which the treatment allocation was inadequately concealed 
were considered for inclusion.
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mean deviations from intended alignment and proportion of 
outliers, defi ned as > 3 degrees deviation from intended align-
ment, were included. Papers were searched for operation time, 
hospital stay, blood loss, and the number of surgical trays used 
for the operation. Variations of these measures were assessed 
for pooling. Lastly, we included patient-reported outcome 
measures.
Identifi cation and description of studies
We searched Medline and Embase via the Ovid platform up to 
May 28, 2015. From Embase, we selected only unique identi-
fi ers that were not found using Medline. PubMed clinical que-
ries were searched for any missing RCTs. Key words were 
combinations of “knee arthroplasty” or “knee replacement” 
AND “patient match”, “patient specifi c”, or “custom” as trun-
cated search terms. There were no language restrictions. 
We adhered to the Preferred Reporting Items for Systematic 
Reviews and Meta-Analyses (PRISMA) (Moher et al. 2009). 
Data collection
2 researchers (HJTAMH and ES) independently selected 
eligible papers and performed risk-of-bias assessments. Dif-
ferences were resolved by discussion. Data were extracted 
from the papers by HJTAMH using Cochrane Collaboration 
Review Manager 5.3 software (the Nordic Cochrane Centre, 
the Cochrane Collaboration, 2014) and an Excel spreadsheet 
was used for authors, year of publication, patient-specifi c 
system, sample size, age, and body mass index (BMI). When 
not available in the paper, additional information regarding 
means, standard deviations, and intention-to-treat data were 
requested from the authors. If the authors did not respond to 2 
consecutive e-mails (which was the case for 3 of 10 authors), 
the study data were excluded from further analysis. Intention-
to-treat data were used from all studies.
Analysis
Assessment of risk of bias was done according to the Cochrane 
handbook. Bias was categorized as selection bias, perfor-
mance bias, detection bias, attrition bias, or reporting bias. A 
“risk-of-bias summary” was generated using Review Manager 
5.3 software.
Weighted mean differences (e.g. the absolute difference 
between the mean value in PSI and standard groups) and 95% 
confi dence intervals (CI) were calculated for continuous out-
comes. For dichotomous outcomes, risk ratios (RRs) and CIs 
were calculated. The risk ratio was the ratio of the risk of an 
outlier in the PSI group and the risk of an outlier in the stan-
dard group. Results from individual trials were pooled wher-
ever possible and appropriate, using the fi xed-effects model. 
Heterogeneity between comparable trials was assessed by 
visual inspection of the forest plot (analysis) along with con-
sideration of the standard chi-squared test and the I² statistic 
(Higgins et al. 2003). The I² statistic describes the percent-
age of total variation across studies that is due to heterogene-
ity rather than chance (Higgins et al. 2003). Where there was 
statistical or graphical evidence of heterogeneity, the results 
were checked using the random-effects model. Generally, the 
results for the random-effects model are presented when there 
was substantial heterogeneity (p < 0.1; I² = 50% or more) in 
the results of individual trials. Intervention effects of fi xed- 
and random-effects estimates were compared to assess the 
infl uence of small-study effects. Whenever the random-effects 
estimate was more benefi cial, effect size was assessed again, 
excluding the smallest study. 
Results
Description of studies
Eventually, 20 published studies and 1 “in press” paper—rep-
resenting 1,587 TKAs—were included (Figure 1 and Table 1) 
(Noble et al. 2012, Boonen et al. 2013, Chareancholvanich et 
al. 2013, Hamilton et al. 2013, Parratte et al. 2013, Roh et al. 
2013, Vundelinckx et al. 2013, Pietsch et al. 2013b, Abdel et 
al. 2014, Chen et al. 2014, Chotanaphuti et al. 2014, Kotela 
and Kotela 2014, Ng et al. 2014, Silva et al. 2014, Victor et 
al. 2014, Woolson et al. 2014, Abane et al. 2015, Ferrara et al. 
2015, Molicnik et al. 2015, Yan et al. 2015, Huijbregts et al. 
2016). 3 authors did not respond to e-mails requesting addi-
tional data. Data from those studies were partially excluded 
(Parratte et al. 2013, Ng et al. 2014, Abane et al. 2015).
Figure 1. Flow diagram of the study.
Records identified through
database searching
(n = 379)
Additional records identified
through other sources
(n = 4)
Full-text articles excluded (n = 7): 
– no RCT, 5
– wrong comparison, 1
– double publication, 1
Records after duplicates removed
(n = 367)
Titles and abstracts screened
(n = 367)
Full-text articles
assessed for eligibility
(n = 28)
Records excluded
(n = 339)
Studies included in
qualitative synthesis
(n = 21)
Studies included in
quantitative synthesis
(meta-analysis)
(n = 21)
Identifi ed and selected outcome measures can 
be roughly categorized in 3 groups: radiographic 
measures, procedure-related details, and patient-
reported outcome measures (PROMs). Both 
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Radiographic outcome
Hip-knee-ankle axis and component accuracy were deter-
mined by recording the deviation from intended alignment. 
Intended alignment is usually perpendicular to the mechanical 
axis in the coronal plane, for both components. In the sag-
ittal plane, posterior slope varied from neutral to 7 degrees 
and femoral fl exion varied from neutral to 3 degrees. Femoral 
rotation was usually set parallel to the epicondylar axis. There 
was no uniform method of referencing and measuring tibial 
rotation.
Outliers were included when defi ned as more than 3 degrees 
of deviation from intended alignment. 2 studies used different 
defi nitions, and these were excluded from further radiographic 
analysis (Ng et al. 2014, Ferrara et al. 2015).
Hip-knee-ankle axis
Deviation from intended hip-knee-ankle (HKA) axis was 
reported in 15 studies involving 1,157 patients (studies 3–11, 
13, 16, and 18–21) (Table 1) Heterogeneity was low (I2 = 5%). 
HKA axis was 0.3 degrees more accurate in the PSI group 
(95% CI: 0.07–0.57). Pooled data from 14 studies (1,182 
TKAs, I2 = 15%; studies 1, 3–6, 8–11, 14, 16, 18, 20, and 21) 
(Table 1) resulted in an HKA-axis outlier risk ratio of 1.00 
(95% CI: 0.82–1.22). For 13 studies, the proportion of outli-
ers could be distributed in subgroups according to the patient-
specifi c system. The risk ratio was 1.38 (95% CI: 0.97–1.96) 
for the Signature system (Biomet, Warsaw, IN) (Figure 2). 
When the study with the lowest number of participants was 
excluded, the risk ratio was 1.54 (95% CI: 1.07–2.22), indicat-
ing a 54% increased risk of HKA-axis outlier when using the 
Signature cutting guide system.
Coronal alignment
Coronal femoral component positioning was 0.3 degrees (95% 
CI: 0.06–0.50) more accurate in the PSI group (1,026 TKAs, 
I2 = 22%; studies 3–5, 7–10, 12, 16, 18, 20, and 21) (Table 1). 
The femoral coronal outlier risk ratio was not decreased in the 
PSI group: RR = 0.81 (95% CI: 0.60–1.09) (1,044 TKAs, I2 = 
16%; studies 1, 3–5, 8–10, 16, 18, 20, and 21) (Table 1).
Tibial coronal alignment was similar to that in the conven-
tional group: 0.04 degrees (95% CI: −0.17 to 0.25) (1,026 
TKAs, I2 = 0%; studies 3–5, 7–10, 12, 16, 18, 20, and 21) 
(Table 1). The tibial coronal outlier risk ratio was 1.64 (95% 
CI: 1.12–2.42) in the PSI group (Figure 3).
Sagittal alignment
Using a random-effects model for 980 TKAs, femoral fl ex-
ion was 0.9 degrees (95% CI: 0.08–1.74) more accurate in the 
PSI group (studies 3, 5–10, 12, 16, 18, and 21) (Table 1). Sig-
nifi cance was lost when the smallest study was excluded: 0.8 
degrees (95% CI: −0.05 to 1.73). The sagittal femoral outlier 
risk ratio was 0.97 (95% CI: 0.82–1.15) (859 TKAs, I2 = 35%; 
studies 1, 3, 8–10, 16, 18, and 21) (Table 1).
Tibial slope was 0.7 degrees (95% CI: 0.40–0.94) more 
accurate in the PSI group (1,090 TKAs, I2 = 40%; studies 3, 
5–10, 12, 16, 18–21) (Table 1). However, using a random-
Table 1. Baseline characteristics of the studies included
      Patient-specifi c  Conventional   PSI
 Author Country system M / F Age BMI M / F Age BMI
1 Abane France Visionaire 26 / 44 70 (54–83) 27 (20–40) 19 / 51 68 (47–84) 29 (20–40)
2 Abdel France PSI 8 / 12 71 (55–83) 30 (24–41) 8 / 12 71 (61–81) 28 (20–36)
3 Boonen Netherlands Signature 40 / 50 65 ± 8.8 30 34 / 56 69 ± 8.0 30
4 Chareancholvanich Thailand PSI 6 / 34 70 (53–85) 28 (22–40) 4 / 36 70 (55–84) 28 (20–44)
5 Chen Singapore PSI 5 / 25 65 ± 8 29 ± 5.8 9 / 20 65 ± 8 29 ± 6.5
6 Chotanaphuti Thailand Trumatch 40 69 ± 5.5 25 ± 2.1 40 70 ± 5.5 25 ± 2.4
7 Ferrara Italy PSI 7 / 8 74 ± 7.2 28 ± 3.8 6 / 9 75 ± 6.7 28 ± 3.6
8 Hamilton USA Trumatch 7 / 19 67 (51–88) 31 (22–38) 14 / 12 68 (52–86) 31 (22–40)
9 Huijbregts Australia Visionaire 32 / 32 69 ± 1.2 * 29 / 40 67 ± 1.1 *
10 Kotela Poland Signature 13 / 33 68 ± 9.9 30 ± 5.6 16 / 33 66 ± 8.4 30 ± 4.6
11 Molicnik Slovenia Signature 5 / 14 66 ± 6.7 33 ± 5.5 2 / 17 67 ± 7.1 32 ± 5.3
12 Ng USA PSI 13 / 14 79 ± 8.1 31 ± 6.8 17 / 34 66 ± 7.5 34 ± 6.3
13 Noble USA Visionaire 6 / 8 68 (56–80) 31 (21–40) 8 / 7 65 (57–76) 30 (22–35)
14 Parratte France PSI 20 * * 20 * *
15 Pietsch Austria PSI 19 / 21 69 ± 9.4 31 ± 4.9 13 / 27 71 ± 6.6 29 ± 3.5
16 Roh Korea Signature 5 / 43 70 ± 5.1 27 ± 2.7 3 / 39 70 ± 7.2 27 ± 4.2
17 Silva Portugal Signature  22 74 (71; 80) * 23 73 (67; 78) *
18 Victor Belgium Sign/TruM/Vis/PSI 21 / 43 66 (36–92) * 21 / 43 67 (52–87) *
19 Vundelinckx Belgium Visionaire 11 / 20 68 ± 8.5 31 ± 5.3 15 / 16 65 ± 8.2 28 ± 3.8
20 Woolson USA Trumatch 26 / 0 65 * 22 / 0 67.2 *
21 Yan China PSI 6 / 24 69 ± 8.4  * 13 / 17 68 ± 8.0  *
 Total     782     805    
Means are shown with standard deviation or with range (in parentheses). Where an asterisk is shown, no data were provided. Abdel et al. and 
Parratte et al. analyzed the same patients. Data by Huijbregts are mean with standard error. Data by Silva are median and interquartile range.
Visionaire: Smith and Nephew, Memphis, TN. PSI: Zimmer, Warsaw, IN. Signature: Biomet, Warsaw, IN. TruMatch: DePuy, Warsaw, IN.
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Figure 2. Forest plot for hip-knee-ankle axis outliers per patient-specifi c system. 
Figure 3. Forest plot for coronal tibial outliers
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effects model for 8 studies (781 TKAs, I2 = 53%), the tibial 
slope outlier risk ratio was borderline-signifi cantly increased 
in the PSI group: RR = 1.47 (95% CI: 0.97–2.23) (studies 3, 
8–10, 16, 18, 20, and 21) (Table 1).
Axial alignment
Femoral rotation was 0.45 degrees (95% CI: 0.18–0.72) more 
accurate in the PSI group (Figure 4). The rotational outlier risk 
ratio was not signifi cant in 6 studies, involving 524 TKAs: RR 
= 0.80 (95% CI: 0.52–1.23) (studies 6, 9, 14, 16, 18, and 20) 
(Table 1). 
Tibial rotation was determined in 5 studies (studies 7, 9, 12, 
14, and 17) (Table 1). However, CT protocols varied among 
the studies or were not clearly described, and rotational inten-
tions were different for the study groups, so the data could not 
be pooled. 1 study found more accurately rotated components 
in the PSI group (Ng et al. 2014), but the other studies found 
no differences. 
Operation time
Various parts of the operation were timed in the studies selected. 
Data for total operation time and tourniquet time could be 
pooled. Using a random-effects model, total operation time 
was not shorter in the PSI group (Figure 5, see Supplemen-
tary data). Tourniquet time (168 TKAs, I2 = 96%) was 6 min 
(95% CI: −10.1 to 21.2) shorter for PSI (Ng et al. 2014, Yan et 
al. 2015, Ferrara et al. 2015). When the study with the lowest 
number of participants was excluded, heterogeneity dropped 
signifi cantly, allowing the use of a fi xed-effects model. Tourni-
quet time was now reduced by 4.5 min (95% CI: 2.1–6.8) in the 
conventional instrumentation group (I2 = 43%).
Hospital stay
Hospital stay was approximately 8 hours (95% CI: 3.1–12.5) 
shorter in the PSI group (507 TKAs, I2 = 47%) (studies 3, 4, 7, 
12, 13, 19, and 20) (Table 1).
Blood loss
Data from 2 studies could be pooled for total blood loss 
(Boonen et al. 2013, Chareancholvanich et al. 2013), intra-
operative blood loss (Noble et al. 2012, Ferrara et al. 2015), 
blood loss by 48-hour drain (Pietsch et al. 2013b, Ferrara et 
al. 2015), and hemoglobin loss on day 3 (Vundelinckx et al. 
2013, Pietsch et al. 2013b). Using random-effects models, 
total blood loss was reduced by 44 mL (95% CI: −91 to 178) 
and intraoperative blood loss by 68 mL (95% CI: −87 to 223) 
for PSI. 48-hour drain production was reduced by 194 mL 
(95% CI: 110–279) in the PSI group (110 TKAs, I2 = 0%). 
Hemoglobin loss was similar in the PSI group: 0.30 g/dL 
(95% CI: −0.10 to 0.70) (142 TKAs, I2 = 22%).
Blood transfusion risk ratio was 0.71 (95% CI: 0.40–1.25) 
for PSI (Figure 6, see Supplementary data). 
2 studies (Molicnik et al. 2015, Ferrara et al. 2015) found 
reduced hemoglobin loss at 1 day postoperatively in the PSI 
group, but Molicnik et al. did not give their reference values. 
Abane et al. (2015) used a formula to calculate blood loss and 
found no difference between PSI and conventional instrumen-
tation. 
Number of surgical trays used for the operation
2 pooled studies involving 81 TKAs (I2 = 89%) had a reduc-
tion of 4 surgical trays (95% CI: 2.48–5.61) in the PSI group 
(Noble et al. 2012, Hamilton et al. 2013).
Patient-reported outcome measures
3-month Knee Society scores from 2 studies involving 140 
TKAs could be pooled (Pietsch et al. 2013b, Yan et al. 2015). 
Weighed mean difference for the Knee and Function scores (I2 
= 7% and I2 = 0%, respectively) were negligible at 0.2 (95% 
CI: –2.21 to 2.61) points and 0.3 (CI: −3.75 to 4.38) points in 
favor of PSI. 3-month Oxford knee scores were reported in 2 
studies involving 189 TKAs (I2 = 0%) (Yan et al. 2015, Huij-
bregts et al. 2016). The difference was 0.7 (95% CI: −1.27 to 
2.65) points in favor of PSI.
No statistically signifi cant differences were observed 
regarding new Knee Society scores, KOOS, or SF-12 scores 
at 3 months postoperatively (Abdel et al. 2014, Yan et al. 
2015, Huijbregts et al. 2016). Vundelinckx et al. (2013) col-
lected KOOS scores at unscheduled moments and data had 
to be excluded. Woolson et al. (2014) found no differences in 
Figure 4. Forest plot for deviation from intended femoral rotation.
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Knee Society scores at 6-month follow-up. Huijbregts et al. 
(2016) found that 1-year Oxford knee scores were marginally 
improved in the PSI group.
Risk of bias in the studies included
As surgeons cannot be blinded regarding the treatment allo-
cated, the risk of performance bias was regarded as being high 
(Figure 7).
Reporting bias
Risk of publication bias in the studies that reported on hip-
knee-ankle axis was assessed by graphical assessment of 
funnel plots (Figure 8). Both plots show minimal evidence of 
publication bias. 
Discussion
Patient-specifi c instrumentation (PSI) has been introduced 
to improve alignment and reduce outliers after TKA. Other 
suggested benefi ts are increased effi ciency, reduced operation 
time, and a possible reduction of complication risks due to 
avoidance of intramedullary canal violation.
Compared to conventional instrumentation, the mean HKA 
axis was 0.3 degrees more accurate in the PSI group. HKA-
axis outlier risk ratio was not signifi cantly different between 
the groups. Pfi tzner et al. (2014) recently demonstrated that 
HKA axis is slightly more accurate after use of MRI-based 
patient-specifi c instrumentation compared to CT-based 
patient-specifi c instrumentation. In the Signature group, 2 out 
of 4 studies were CT-based and the HKA outlier risk ratio was 
1.38. However, the 3 studies using TruMatch (DePuy, Warsaw, 
IN) were all CT-based, resulting in a risk ratio of 0.94. Thus, 
Figure 7.  Risk-of-bias summary; “–” indicates high risk of bias, “?” indi-
cates unclear risk, and “+” indicates low risk of bias.
Figure 8. Funnel plots. A. Funnel plot of publication bias for deviation 
of intended hip-knee-ankle axis. B. Funnel plot of publication bias for 
hip-knee-ankle axis outliers.
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the increased HKA-axis outlier risk appears to be related to 
the patient-specifi c system.
PSI resulted in more accurate femoral component position-
ing. However, mean differences were less than 0.5 degrees, 
which is not clinically meaningful. Alteration of intraopera-
tive technique (moving of the pivot point for femoral rotation 
from the intramedullary canal to the surface of the posterior 
condyle) may improve femoral rotation further (Fitz et al. 
2015). 
Mean tibial slope was closer to intended in the PSI group, 
but coronal and sagittal plane outlier risks had increased. 
Likely explanations are inadequate design and suboptimal fi t-
ting technique. Although the tibial tubercle was usually used 
for referencing, its position varies more than any other point 
in the mediolateral plane (Cobb et al. 2008). Any axis defi ned 
by the tubercle may substantially affect rotational alignment 
of the tibial component (Howell et al. 2013). Improvement of 
available CT protocols is mandatory, to allow more accurate 
and reproducible tibial rotational measurements.
Abandonment of PSI technique has been reported to be as 
high as 16–32% (Roh et al. 2013, Victor et al. 2014, Woolson 
et al. 2014). Intraoperative changes to the preoperative plan 
often occur also (Stronach et al. 2013, Pietsch et al. 2013a). 
Assuming that these adjustments prevented malalignment, the 
difference in alignment would in fact be smaller compared to 
the use of conventional cutting jigs.
Total operation time varied from 12 min in favor of PSI to 
almost 13 min in favor of conventional instrumentation. The 
random-effects model did not result in any difference between 
the study groups. Hamilton et al. (2013) powered their study 
on operation time and found that distal femur and AP/chamfer 
cuts took more time in the PSI group. They attributed their 
fi ndings to the inability to adjust during surgery when PSI is 
used. Although surgeon training and previous case-load of 
high volume might bias operation time in favor of conven-
tional techniques, it is questionable whether more experience 
with the PSI technique would shift time effi ciency towards PSI 
(Huijbregts et al. 2016). Another purported effi ciency variable 
was length of stay, which was minimally reduced in the PSI 
group. As postoperative recovery is multifactorial, the align-
ment technique alone would be unlikely to affect duration of 
admission substantially. 
Increased operational effi ciency was observed from a reduc-
tion in the number of surgical trays used for the procedure. 
However, minimal effect of radiographic alignment and oper-
ation time warrant questions about cost-effectiveness. Contra-
dictory results have been reported in this regard (Nunley et 
al. 2012, Barrack et al. 2012, Tibesku et al. 2013). Barrack 
et al. (2012) found lower total operative time and instrument 
processing time, but increased additional costs of the MRI and 
the cutting guide, resulting in lower overall costs for standard 
instrumentation. 2 studies found a reduction in preoperative 
preparation time when PSI was used (Watters et al. 2011, 
Tibesku et al. 2013). Operation room effi ciency might there-
fore be increased by using PSI. Nevertheless, its cost-effec-
tiveness should be questioned. 
Overall blood loss and transfusion rates were similar 
between the study groups. Only 48-hour drain production was 
statistically signifi cantly reduced in the PSI group. Perhaps 
diminished dissection has a role in reduction of blood loss. 
As postoperative intra-articular bleeding can be prevented by 
introduction of a bony plug or cement into the distal end of 
the intramedullary canal, drain production can be reduced. 
In addition, we did not come across any papers describing a 
decrease in embolic events due to avoidance of intramedullary 
canal violation. Thus, there is a lack of evidence suggesting a 
reduction in complications.
The risk-of-bias summary revealed that 6 studies had a high 
risk of randomization bias, and for 9 others, random sequence 
generation was unclear. Allocation concealment was clearly 
described in only 6 studies. The fi rst limitation of our meta-
analysis was a lack of methodological rigor in some part of 
the available data. 
A limited number of studies included short-term patient-
reported outcome measures. Knee Society scores and Oxford 
knee scores could be pooled, but were similar for PSI and 
conventional instrumentation. Similar results were described 
when new Knee Society score or KOOS was used. 1 study 
found marginal differences in 1-year Oxford knee score (Hui-
jbregts et al. 2016). Confi rmation of these results will be 
required to conclude the PSI discussion.
Conclusions
Our meta-analysis did not show clinically meaningful 
improvements in radiographic alignment, surgical effi ciency, 
or patient-reported outcome measures. Therefore, our results 
do not support the routine use of patient-specifi c cutting 
guides.
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